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The Cold Neutron Depth Profiling 
(CNDP) instrument at the NIST Cold 
Neutron Research Facility (CNRF) is 
now operational. The neutron beam 
originates from a 16 L D2O ice cold 
source and passes through a filter of 
135 mm of single crystal sapphire. 
The neutron energy spectrum may be 
described by a 65 K Maxwellian distri- 
bution. The sample chamber eonfigura- 
tion allows for remote controlled 
scanning of 150 x 150 mm sample areas 
including the varying of both sample 
and detector angle. The improved sen- 
sitivity over the current thermal depth 
profiling instrument has permitted the 



first nondestructive measurements 
of "O profiles. This paper describes 
the CNDP instrument, illustrates 
the neutron depth profiling (NDP) 
teehnique with examples, and gives 
a separate bibliography of NDP 
publications. 
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1. Introduction 

The National Institute of Standards and Technol- 
ogy has operated since 1982 a dedicated NDP facil- 
ity [1] using thermal neutrons at the NIST reactor. 
This paper describes applications of the NDP tech- 
nique, presents a new cold neutron depth profiling 
(CNDP) instrument located on the CNRF at the 
NIST reactor, and gives in the Appendix an exten- 
sive bibliography of NDP publications as of July 
1991. 

In 1972 Ziegler et al. [2] first reported the devel- 
opment of a near-surface technique which has come 
to be known as neutron depth profiling (NDP). 
NDP is an isotope specific, nondestructive tech- 
nique for the measurement of concentration versus 
depth distributions in the near-surface region of 
solids. This technique uses neutron induced reac- 
tions to measure the concentration versus depth 
profiles of a number of the light elements. NDP 



allows the first few micrometers of nearly any con- 
densed material to be probed nondestructively. 
Biersack and coworkers [3,4] at the Institut Laue- 
Langevin facility in Grenoble subsequently ad- 
vanced the technique to much of its present 
capabilities. 

Since its introduction, over 100 articles have been 
published (see Appendix) describing the use of 
NDP to investigate materials and effects directly 
relating to materials research. The widespread 
application of NDP has been limited primarily by 
the number of intense neutron sources available— 
nuclear research reactors. Besides the NIST facili- 
ties, the United States has four other NDP facilities 
in use or under development: the University of 
Michigan Ford Nuclear Reactor [5,6], Texas A&M 
University [7], University of Texas at Austin [8], and 
North Carolina State University [9]. This activity, 
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much of it recent, indicates that NDP has signifi- 
cant potential for materials research, and particu- 
larly for semiconductor research. 

2. Fundamentals of the Technique 

2.1 Physics 

Lithium, beryllium, boron, sodium, and a num- 
ber of other elements, have an isotope that, upon 
capturing a thermal neutron, undergoes an exoer- 
gic charged particle reaction. These reactions pro- 
duce either a proton or an alpha particle, 
depending upon the isotope, and a recoiling nu- 
cleus. Each emitted particle has a specific kinetic 
energy defined by the j2 -value of the reaction 
which in turn serves to identify the element. For 
the case of lithium, the reaction proceeds as 

"^Li + n-^^He(2055 keV) + ^H(2727 keV). (1) 

Four elements, Li, Be, B, and Na, are particu- 
larly well suited for the NDP technique since their 
neutron cross sections are quite large relative to 
other particle-producing reactions (see Table 1). In 
principle, there are essentially no interferences and 
profiling is permissible for all host materials. In 
practice, however, background contributions arise 
from energetic electrons and photons when analyz- 
ing materials that contain elements with significant 
(n, 7) cross sections. 



To obtain a depth profile, a well-collimated 
beam of low energy neutrons (<10"^ eV) is used 
to illuminate a sample volume uniformly. While 
most of the neutrons pass through the sample with- 
out interacting, those sites containing reactive 
atoms capture neutrons in proportion to the cap- 
ture cross section of the nuclide and act as an 
isotropic source of monoenergetic charged parti- 
cles. The particles travel outward in essentially 
straight paths and lose energy primarily through 
numerous interactions with the electrons of the 
matrix. The difference between the well-known ini- 
tial energy of the particle and its residual energy 
upon emerging from the surface of the sample is 
directly related to the depth of origin for the parti- 
cles (i.e., the site of the parent atom). The target 
chamber is kept under vacuum so that no addi- 
tional energy is lost from the emerging particle as it 
travels between the sample surface and the detec- 
tor. Because the low-energy neutron carries very 
little momentum, the reaction center of mass is co- 
incident with the site of the parent atom. 

Sample damage due to temperature rise is mini- 
mal during the analysis. In the worst case, if an 
entire lO"* n/cnr s beam is stopped by boron reac- 
tions in a sample, the temperature would reach a 
steady-state value of only 0.7 K greater than ambi- 
ent. This calculation assumes there is no heat 
removal other than radiative. Such an extreme ex- 
ample would contain the equivalent of a few 
millimeters thickness of pure '"B. The amount of 



Table 1. Summary of the NDP reaction characteristics and example detection .sensitivities for the 20 
MW NIST reactor 
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""Detection limit based on 0.1 cps, 0.013 Sr detector solid angle, and a neutron intensity of 6x 10^ s~'. 
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target nuclide consumed during a typical analysis is 
only a few tens-of-thousands of atoms. Some dam- 
age does occur due to knock-on of the outgoing 
charged particles with the matrix atoms. Here 
again the damage is small compared to nearly any 
other "nondestructive" analytical technique. 

The depth corresponding to the determined en- 
ergy loss for the emitted particle is determined by 
using the characteristic stopping power of the mate- 
rial, as compiled by Ziegler [10] and others [11] or 
by estimating the stopping power for compounds 
using Bragg's law [12] (i.e., the linear addition of 
the stopping powers of individual elemental con- 
stituents). The chemical or electrical state of the 
target atoms has an inconsequential effect on the 
measured profile in the NDP technique. Only the 
concentration of the major elements in the material 
is needed to establish the depth scale through the 
relationship of stopping power. 

Mathematically, the relationship between depth 
and residual energy can be expressed as 



x= \<5JLIS{E), 



(2) 



£(A) 



where x is the path length traveled by the particle 
through the matrix material, En is the initial energy 
of the particle, E{x) is the energy of the emerging 
particle, and S{E) represents the stopping power of 
the material. Examples of the relationship between 
X and E{x) are displayed in Fig. 1 for '"B in silicon 
and ^^Na in silicon. 

2.2 Elemental Detection Limits 

The detection limit of the NDP method is directly 
proportional to the total neutron fluence and to the 
cross section of the reaction of interest. In the low- 
energy region, these cross sections are inversely 
proportional to the square root of the neutron en- 
ergy. The lower the neutron energy, the greater the 
reaction rate. In a moderating medium, such as wa- 
ter, the neutrons, which start out with a few MeV of 
energy, are slowed down by successive collisions ap- 
proaching temperature equilibrium with their sur- 
roundings. By lowering the temperature of the 
moderator, the average energy of the neutrons is 
also lowered (more commonly referred to as neu- 
trons having a longer wavelength). Figure 2 gives 
the neutron distribution as a function of neutron 
wavelength for the NIST cold source; a 65 K 
Maxwellian distribution of neutrons is given for 
comparison. By integrating a reaction cross section 
over this distribution, one can obtain a spectrum- 
weighted average cross section for this neutron 



beam. The neutron beam is filtered with highest 
quality single-crystal sapphire so that epithermal 
neutrons and gamma radiation are preferentially 
scattered from the beam [13]. Although this filter- 
ing further reduces the cold source moderated neu- 
tron fluence rate by about 30 percent, there will be 
less radiation damage induced in sensitive materials 
such as polymers used in photoresists or ionic con- 
ductors. After taking into account the additional ef- 
fect of the 135 mm of sapphire filter in the beam, 
the sensitivity of the CNDP instrument is increased 
by a factor of 1.7 solely from the effect of having 
lowered the energy of the neutrons from a thermal 
average distribution. 
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Fig. 1. Plots depicting the relationship between the residual en- 
ergy of charged particles, and depth of the originating nuclear 
reaction. Plot (a) gives the residual alpha particle energy versus 
depth for '"B in silicon, and plot (b) gives the relationship of the 
residual proton energy versus depth for "Na in silicon. 

The number of charged particle counts collected 
in a data channel, of energy width dE, is directly 
proportional to the concentration of target atoms 
located within that corresponding depth interval. 
Upon calibrating the facility against an accurate iso- 
topic standard, concentrations can be measured for 
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Fig. 2. A eorreeted wavelength distribution, measured by time- 
of-flight, for the eold souree operating at 30 K with 7.5% H2O 
homogeneously mixed in the DiO. The solid eurve is a 
Maxwellian speetrum for a temperature of 65 K that gave the 
best fit to the data from 3 to 9 A. 



that isotope (or other similar reactions) in subse- 
quent samples, independent of the matrix, the con- 
centration level, or location (within the depth that 
induced particles can escape the sample surface 
and be detected). Table 1 lists several properties 
for target atoms and the detection limits using the 
CNDP facility at the NIST reactor. Isotopes with 
charged particle cross sections of about a barn or 
greater are given. The conservative detection limits 
listed were calculated assuming 0.1 cps and a de- 
tector acceptance solid angle of 0.1 percent. As- 
suming a practical profiling depth of 2 ii,m for the 
case of boron in silicon, boron concentrations down 
to the ppm (atom %) level can be accurately mea- 
sured. The time required for an analysis is a func- 



tion of the element and the desired accuracy. A 
boron implant of 1 x 10'^ atoms per cm^ typically 
takes a few hours to obtain 1 percent precision 
(counting statistics) at most points along the profile 
curve. Since the background signal is almost negli- 
gible, a sample could be counted for tens of hours 
to obtain the required definition in the profile 
shape. 

2.3 Reaction Product Energy Spectra 

The charged particle energy spectrum is 
collected using a transmission-type silicon surface 
barrier detector, electronic amplifiers, an analog- 
to-digital converter and a multichannel analyzer 
(see Fig. 3). For the NDP system at NIST, a refer- 
ence pulse is also fed into the electronics to moni- 
tor the stability of the system thus allowing 
corrections to be made should electronic drift oc- 
cur during the course of the measurement. Other 
NDP systems are described more specifically in the 
references [1,2,4,6,7,14-21]. By using a computer- 
based data acquisition system, the depth profile 
can be displayed in real time. 

Examples of the detected energy spectra from 
three boron containing structures are shown in 
Fig. 4. With boron, 94 percent of the neutron reac- 
tions are 

'"B + n ^''He(1472 keV) + 'Li(840 keV) + 
-y(478 keV) (3) 

and 6 percent of the reactions [22] proceed as 

'"B + n^^He(1776 keV) + 'Li(1013 keV). (4) 
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Fig. 3. Basic diagram of the data acquisition, and analysis electronics for either NDP 
facility. Aherations to the upper half of the scheme are necessary for coincidence detec- 
tion, and for time of flight deteetion systems. 
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Fig. 4. Energy profiles of particles emitted by the '"B reaction for (a) a 
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Figure 4(a) is the energy spectrum of a 2 nm 
thick, surface deposit of boron on a nickel sub- 
strate. Figure 4(b) shows the energy distribution of 
particles from a 740 nm thick borosilicate glass 
(BSG) film on a silicon wafer substrate. Both fig- 
ures show the fourfold redundancy [see Eqs. (3) 
and (4)] of depth profiles for a boron containing 
material. The 1472 keV alpha particle or its 840 
keV 'Li recoil particle are typically used for the 
profile determinations because of their higher in- 
tensity, however, the remaining two peaks can 
serve to confirm the results. Figure 4(c) shows the 
depth spectrum of the 1472 keV alpha for a 
borophosphosilicate (BPSG) film with a periodic 
concentration variation from the surface down to 
the glass-silicon interface. The total thickness of 
this film is about 1.2 jxm. 

2.4 Resolution 

The broadening of the signal in Fig. 4(a) is pri- 
marily due to the energy resolution of the detector 
and associated electronics. In addition to the de- 
tector and system resolution, other factors that 
contribute to the depth resolution include; i) small- 
angle scattering of the charged particles within the 
sample, ii) energy straggling of the particles, and 
iii) the nonzero acceptance angle of the detector 
giving a spread in path lengths for particles from 
the same depth. These contributions to the resolu- 
tion are treated by Biersack et al. [23] and by Maki 
et al. [24]. Item i) above can be seen as a low- 
energy tail on sharp spectral features appearing 
some three orders-of-magnitude less in intensity 
than the main feature. 

Each material has a characteristic stopping 
power and, therefore, the resolution and the depth 
of profiling will vary in different materials. The 
lithium particle from the boron reaction has 
greater charge than its alpha counterpart and loses 
energy more rapidly allowing greater profile reso- 
lution; however, the alpha particles have the 
greater range and consequently allow deeper pro- 
files to be obtained (typically 1 or 2 ;am). The full 
width at half maximum (FWHM) resolution in the 
depth profile obtained from the 1472 keV alpha of 
a boron reaction in silicon is typically a few tens of 
nanometers. On the other hand, protons from the 
^^Na(n,p)^^Ne reaction give a resolution on the or- 
der of a few hundred nanometers, but can be used 
to profile 30 to 40 /Am in depth. Since for thermal 
or cold neutrons particle emission is isotropic, the 
detector can be placed at an angle with respect to 
the normal of the sample surface to view longer 



particle path lengths from the same sample depth. 
The depth resolution is improved in this fashion 
and has been shown to be as well defined as 7 nm 
(FWHM) for the case of boron in silicon [23,25]. 
Small concentration variations in the first nanome- 
ter of a sample surface can often be identified by 
comparing differentiated spectra of known homo- 
geneous standards with that of differentiated spec- 
tra of unknown samples. Deconvolution algorithms 
used to unfold the system response function from 
collected energy spectra [2,24,26-30] have provided 
improvement in depth resolution by greatly reduc- 
ing system resolution broadening. With some a pri- 
ori knowledge of the sample, modeling of the 
spectrum reveals subtle concentration variations. 

Improvements to detection limits for NDP re- 
quire either more intense neutron sources or 
changes in basic instrumental design. Using larger 
detectors for greater solid angles are a more effi- 
cient use of the existing neutron fluences, however, 
the energy resolution is degraded. As the energy 
resolution of charged particle detectors improves 
there is a corresponding gain in profile resolution. 
Better algorithms for the deconvolution of system 
response from the energy spectrum are necessary 
as well. Fink et al. [16] have described a charged 
particle energy analyzer for NDP using electromag- 
netic focusing that should improve the energy reso- 
lution, while reducing the photon induced 
background levels. 

Another approach is the use of a coincidence 
technique [31]. If the sample is thin enough to al- 
low both the light particle and the recoil nucleus to 
escape from opposing surfaces of the sample, two 
detectors can be used to detect both particles 
simultaneously. By requiring a coincidence be- 
tween the two detectors, background interferences 
are reduced [32] and the solid angle of collection 
can be increased by 10 to 100 fold by bringing the 
detector closer to the sample. The depth resolution 
is improved because there is no dependency upon 
solid angle of acceptance to the detector. Mathe- 
matically this is made possible by the fact that the 
sum of the energy loss and the residual energy of 
the two reaction products must equal the j2 -value 
of the reaction. The major disadvantages are that 
the sample must be thin enough to permit the es- 
cape of both reaction products and that only a few 
elements are applicable to this method. 

Both neutron intensity and gain in spatial resolu- 
tion will be possible with a neutron focusing device 
currently being developed at NIST [33]. Long 
wavelength neutrons are guided to areas of a few 
mm square providing locally high neutron fluences. 
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This will permit the development of two- and 
three-dimensional neutron depth profiling. The use 
of position sensitive detectors and ion optics can 
further accelerate progress toward three dimen- 
sional nondestructive depth profilinp. 

3. Applications 

The development of the neutron depth profiling 
technique has been motivated by the importance of 
light elements in optical, polymer, metal alloy and 
especially microelectronic materials. Boron is 
widely used as a p-type dopant in semiconductor 
device fabrication and in the insulating passivation 
barriers applied either as an organometallic or a 
vapor phase deposition of borosilicate glass. NDP 
has both good sensitivity for boron and good spatial 
resolution to a depth of a few micrometers. It is 
used both as a stand alone technique and in a com- 
plementary role with a variety of other analytical 
methods [34-37]. Recently NDP has been used to 
certify the concentration and confirm the profile of 
boron in silicon for a NIST Standard Reference 
Material (SRM 2137) primarily for the use of sec- 
ondary ion mass spectroscopy (SIMS) calibration. 

Applications of NDP are quite diverse as can be 
seen by the titles of the articles in the appendix. 
Although an exhaustive discussion of all the uses 
would be beyond the scope of this paper, a few 
examples are given to illustrate its strengths. 

3.1 Implantation 

Ziegler and coworkers [2,18,38,39] introduced 
NDP by determining the range and shape of boron 
implantation distributions in doped and intrinsic 
silicon wafers. With the resultant profiles, they 
were able to calculate diffusion coefficients for 
boron in crystalline, amorphous, and arsenic doped 
silicon. Since little experimental data existed for 
the case of boron to judge the validity of the cur- 
rent range theories, the shape of the boron profiles 
from NDP were of great interest. NDP and other 
techniques have since been able to show that a 
Pearson IV model rather than a Gaussian profile 
describes more accurately the implant distribution 
[24,28,40-42]. 

In subsequent experiments, Biersack et al. [43] 
used the boron (n, a) reaction to show the effect of 
pre- and post-irradiation damage on boron implan- 
tation profiles. By post-irradiating a boron implant 
in silicon with 200 keV H""^, a migration of the 
boron to the induced damage sites was observed. 
In the same paper, diffusion and trapping of 
lithium ions in niobium were reported. Using the 



lithium (n, a) reaction, irradiation induced crystal 
defects were mapped through a depth of several 
micrometers for a variety of sample treatment con- 
ditions. 

Of significant interest is the fact that determina- 
tions by NDP induce negligible damage to most 
materials. Sample surfaces are neither sputtered, 
as observed with SIMS, nor is the sample matrix 
altered. The thermal neutrons carry an insignifi- 
cant amount of momentum into the material and 
induced reactions are of such low intensity that ra- 
diation damage is usually negligible. This allows 
precisely the same sample volume to be subjected 
to different processing conditions and to be exam- 
ined by NDP at each stage. The sample may there- 
after be passed to another analytical method such 
as SIMS, Rutherford Back Scattering (RBS), Pro- 
ton Induced X-ray Emission (PIXE), Spreading 
Resistence Profiling (SRP), or Atomic Emission 
Spectrometry (AES) to obtain complementary data 
on the material. Analysis of the same sample by 
different methods allows extensive experimental 
testing of possible variability between samples or 
even across a single sample. As a result, NDP has 
been used as a reference technique for other meth- 
ods of analysis [34]. If radioactive nuclides are 
formed during an analysis, it may not be desirable 
to place the sample in a sputtering-type instru- 
ment, thus avoiding possible contamination of sen- 
sitive detectors. This is certainly not the case for 
silicon wafers and most other electronic materials 
due to their very small neutron activation cross sec- 
tions. 

Some of the features observed for an NDP pro- 
file are illustrated in Fig. 5. Curve 5(a) is an NDP 
profile for a 70 keV '"B implant in silicon at a total 
dose of 4 X 10" atoms per cml To prevent chan- 
nelling of the boron, the implant was made nomi- 
nally 7° off normal in silicon cut perpendicular to 
the < 111 > surface. Curve 5(b) is the same wafer 
after being annealed at 1000 °C for 30 min. The 
diffusion broadening bounded by the surface is 
clearly apparent. The apparent boron concentra- 
tion above the surface is an artifact of the detector 
resolution. Of particular interest is the small peak 
near the surface. A small unintentional air leak 
into the nitrogen back-filled annealing furnace al- 
lowed a thin film of SiOa to grow on the silicon 
wafer surface. The segregation coefficient of boron 
between Si and Si02 favors movement of the boron 
in the direction of the Si02. Boron, as a conse- 
quence, was extracted from the bulk Si wafer into 
the surface Si02. In a similar case Downing et al. 
[44] have shown that the native oxide (1.0-1.5 nm) 
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DEPTH ((iin) 

Fig. 5. NDP depth profiles for a 70 keV '"B implant in silicon 
at a dose of 4 x 10'^ atoms per em-. Depleted are (a) the as-im- 
planted profile, and (b) after a 30 min anneal at 1000 °C., and 
indicating air leak during anneal. 

that appears on nearly all Si surfaces is contami- 
nated with boron at a level of lO'^-lO" atoms/cml 
Boron profiles by NDP in mercury cadmium tel- 
luride, an infrared detector material, have been 
measured by Ryssel et al. [45], Vodopyanov et a). 
[46], and Bowman [47]. Cervena et al. [30] have 
used NDP to study the implantation profiles of '"B 
in several photoresists used in masking operations 
and to determine range values for implants in sev- 
eral types of grown or deposited Si02 films. 

3.2 Interfacial Profiling 

Neutron depth profiling is well suited for mea- 
surements across interfacial boundaries. Kvitek et 
al. [27] and others [20,21,28,34] have studied pro- 
files of boron implanted and diffused across the in- 
terfacial region of Si/Si02. Other NDP experiments 
[48,49] have been described for interfaces of silicon, 
silicon dioxide or metal on metal, where diffusion 
distributions and segregation coefficients were 
studied. 

ICnowledge of stopping powers for the major ele- 
mental constituents is the primary requirement to 
establish the depth scale. Figure 6 depicts an NDP 
profile of boron across an Si02 - Si interface. Boron 
was implanted to a dose of 1 x 10"* atoms per cm^ at 
70 keV into a silicon wafer that had 0.2 jam of ther- 
mally grown Si02 covering the surface. The 'Li par- 
ticle energy spectrum from the "'B(n,a)'Li reaction 
was used for this profile to increase the depth reso- 
lution. Notice the smooth transition of the as- 
implanted boron concentration across the interfa- 
cial region. Although the FWHM depth resolution 
is on the order of 10-15 nm, it is clear that no 



discontinuity exists at the interface of the two mate- 
rials. The same region is shown again after anneal- 
ing the sample for 30 min at 1000 °C [34]. At the 
mean depth of the original implant, a residual peak 
remains. The solid solubility of boron in silicon had 
been exceeded in the original implant which is sus- 
pected [50] to give rise to Si-B compounds. Since 
the diffusivity of boron is much less in silicon diox- 
ide than in silicon, the boron on the silicon side of 
interface migrates into the bulk silicon while the 
boron on the Si02 side of the interface remains es- 
sentially immobile during the annealing. The segre- 
gation coefficient of boron between Si and Si02 
favors the Si02 which accounts for the increase in 
boron concentration at the interface analogous to 
the effect seen in Fig. 5(b). 
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Fig. 6. NDP depth profiles for a 70 keV '"B implant to a dose 
of IxlO'" in an Si wafer that had a 0.2 /xm film of thermally 
grown SiOa (a) as deposited, and (b) after a 30 min anneal at 
1000 °C. 

Matsumura et al. [19,51] discussed the use of the 
NDP method to investigate the diffusivity of boron 
in hydrogenated amorphous silicon (a-Si:H), an 
important material in solar cell production. When 
using a />-type/intrinsic/«-type (p-i-n), layered 
amorphous silicon structure, the boron from the 60 
nm thick /(-type layer was observed to diffuse into 
the underlying undoped a-Si:H layer. From these 
measurements, they were able to calculate the acti- 
vation energy and diffusion coefficient for boron in 
a-Si:H (the latter being a dramatic 12 orders of 
magnitude larger than for crystalline silicon) and 
estimate the deterioration rate of boron-doped 
solar cells. 

3.3 Channel Blocking 

Arrayed-charged particle detectors [40] are used 
with the NDP technique to determine both the 
energy and lateral position of emitted particles. 
Similar to RBS performing channel blocking 
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experiments, NDP is used to discern between inter- 
stitially or lattice located atoms, but only those iso- 
topes which are charged particle emitters. The 
minor damage incurred from thermal neutron in- 
duced reactions is negligible when compared to 
RBS which bombards the sample with highly en- 
ergetic charged particles. It therefore seems appro- 
priate that one of the first applications of NDP was 
to establish the depth and lattice position of do- 
pants in single crystal materials [15,52]. 

Using NDP, Fink et al. [16] have reported varia- 
tions in the lattice position of the dopant atoms 
with respect to the depth and temperature treat- 
ment for boron implants in silicon. One example, 
where a boron implant of 1 x 10"" atoms per cm^ 
was made at 120 keV and annealed at 1000 °C for 
1 h, showed that two thirds of the boron atoms 
located near the average range of the implant re- 
mained unordered. The remaining one third in that 
region were shown to be interstitial. The further 
from the average range of the implanted atoms, 
both above and below the plane, the more nearly 
substitutional the boron atoms were in the matrix. 
The largest component of the total boron im- 
planted in these regions, however, remained ran- 
domly located in the lattice. 

In the past, researchers [53] have used etchable 
acetate foils to map the channel blocking pattern, 
analogous to the nuclear track technique (NTT) 
method of particle counting. However, quantitative 
analysis becomes tedious with this method and lit- 
tle depth information is obtained. A review of 
channel blocking by NDP for boron in silicon is 
presented by Fink et al. [16] 

3.4 Thin Films and Leaching 

Materials for optical waveguides and fiber optics 
depend on uniform composition to prevent changes 
in the refractive index of the material, which can 
reduce the intensity of signal transmissions. Similar 
materials are used in thin, insulating overcoats on 
electronic devices. The high solubility and mobility 
of boron and lithium in these technologically im- 
portant materials make them susceptible to leach- 
ing during wet processing, annealing at elevated 
temperatures, and during the cutting or polishing 
of surfaces. Riley et al. [54] have studied some of 
the effects that the processing steps can have on 
boron in the near surface region of fiber-optic- 
grade glasses. Using NDP, SIMS, Nuclear Track 
Technique (NTT), and prompt gamma activation 
analysis (PGAA) to quantify and map the boron 
distribution, they were able to show that a signifi- 



cant amount of leaching occurs within the first few 
micrometers of the samples when a fine grinding 
cut was made in the presence of an aqueous 
coolant. The leaching of boron from the near sur- 
face is obvious and can be attributed to the action 
of the water during the cutting step. In their study, 
Riley et al. demonstrated that leaching could be 
avoided by substituting a glycol based liquid for the 
water coolant during the cut. 

For a sufficiently thin film, such as a BSG over- 
coat on a silicon wafer, a single NDP spectrum is 
capable of revealing the thickness, the boron distri- 
bution profile, and the total amount of boron 
present. Changes in the film can be quantified sub- 
sequent to wafer annealing. This processing is de- 
signed to drive out trapped reaction products in 
the CVD process and remove trapped voids from 
the glass film. Also, the effect of reflowing the glass 
film on the original boron profile can be shown, 
including boron loss and diffusion into the sub- 
strate [55]. 

4. The CNDP Instrument 

The cold neutron source in the NIST research 
reactor (called NBSR) is a block of D2O-H2O 
(7.5%-H20) ice cooled to ~45 K by recirculating 
helium gas. The gas is circulated by a compressor 
through a refrigerator capable of removing 1 kW of 
heat at 20 K. A lead-bismuth shield removes most 
of the gamma heating before it reaches the cryostat 
and cold moderator. Figure 7 indicates the layout 
of Cold Tube West (CT-W) on which the NDP in- 
strument is located. The neutrons are filtered by 
135 mm of single crystal sapphire which has the 
effect of reducing the slow neutron fluence rate by 
1/3, but the fast neutron fluence rate by a factor of 
about 500. Collimators are located both within the 
biological shield and in the external-to-the-shield 
rotating shutter. The shutter is two cylinders, 
whose beam tubes fully align in the beam open 
configuration and are nonaligned in the beam 
closed configuration. The collimator pieces in these 
shutters can be accessed in the beam closed config- 
uration with the reactor at full power. The diame- 
ter and intensity of the neutron beam can then be 
modified at any time to suit the needs of a particu- 
lar experiment. The measured neutron fluence rate 
(capture flux) at the target position with the 16 mm 
diameter collimator is 1.2x10^* cm"^ s"'. A pan- 
cake fission chamber mounted on the entrance 
port of the NDP chamber provides a run to run 
monitor. 
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Fig. 7. A schematie layout of Cold Tube-West showing the relative positions of the eold souree, sapphire filters, eoUimators, and the 
sample ehamber. 



The target chamber was obtained from a com- 
mercial vendor using a design developed at NIST. 
The entire chamber is stainless steel and uses cop- 
per gaskets at all but three sealing surfaces: the 
beam entrance and exit windows and the opening 
used for changing samples. This last surface can 
use either viton 0-rings or copper gaskets. In prac- 
tice, the desire to change samples quickly usually 
outweighs the need for ultra high vacuum, but that 
capability is readily accessible. The chamber itself 
is a 610 mm diameter cylinder with access ports in 
the top and bottom plates as well as through the 
side walls. All flanges conform to standard Conflat' 
flange specifications making it possible to add new 
features to the chamber. Some of these include in 
situ cleaning of samples, time-of-flight measure- 
ments, heating and cooling of the sample, and cool- 
ing of the surface barrier detectors. 

The beam enters and exits through 100 mm di- 
ameter ports sealed with thin aluminum windows. 
These can be replaced with sapphire windows if a 
metal gasket seal is required. The chamber is evac- 
uated with a 180 L/s magnetic bearing turbo molec- 
ular pump. This pump was chosen to reduce 
microphonic effects on the charged particle detec- 
tors. The detectors are transmission-type surface 
barrier detectors in a ring mount. A rotary base 



' Certain commercial equipment, instruments, or materials are 
identified in this paper to speeify adequately the experimental 
procedure. Sueh identification does not imply recommendation 
or endorsement by the National Institute of Standards and 
Technology, nor docs it imply that the materials or equipment 
identified are neeessarily the best available for the purpose. 



positions the charged particle detectors about the 
axis of the sample. Detectors can be placed at any 
angle and detectors can be mounted every 10°. 
Currently, there exists electronics to operate four 
detectors simultaneously. 

Samples (up to 200 mm in diameter) are 
mounted on a set of motor driven positioners. A 
second rotary base selects the angle of the sample 
with respect to the beam. The ability to rotate the 
detectors and sample independently allows the de- 
tector to be positioned at any angle with respect to 
the sample without putting the detector in the 
beam. Mounted on top of the sample rotator are x 
and y positioners. These have 150 mm of travel 
each, allowing a full scan of 150 X 150 mm sample 
areas. All four positioning devices are controlled by 
a PC compatible microcomputer. Figure 8 is a pho- 
tograph of the interior of the CNDP target cliam- 
ber. A program has been written in BASIC to 
enable unattended sample scans. The signals from 
the detectors are processed in a standard fashion 
and are interfaced with a multiuser minicomputer. 
This computer can simultaneously process data 
from both the thermal and cold NDP facilities. 
Spectra from these computers can then be trans- 
ferred to a variety of other computers for data re- 
duction, plotting, etc. A comparison of several 
characteristics of the two NDP facilities at NIST is 
given in Table 2. 

Figure 9 is an '''0(n,a)"C profile taken at the 
CNDP facility. The sample of Cobalt Nickel Oxide 
(enriched to 50% "O) was prepared by Eastman 
Kodak. A surface boron contamination is observed 
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Fig. 8. A photograph of the CNDP sample holder/positioning equipment without the vacuum ehamber. A 150 mm silicon wafer is 
shown in sample position for a sense of dimensions. The sample can be independently translated in two-dimensions and rotated. A 
transmission-type surface barrier detector is on the right which is mounted on an independently rotatable base. 



to the right of the oxygen profile. Because the 
unattenuated energy of the alpha from the boron 
reaction is higher in energy (1472 keV) than that of 
the full energy alpha from the oxygen (1413 keV), 
the boron profile appears as an artifact peak 
"above" the surface on the oxygen depth scale. Ad- 
justment of the depth scale will produce a boron 
concentration profile. To our knowledge, this is the 
first nondestructive determination of near surface 
oxygen made by NDP. 

5. New Capabilities 

Several features are planned for the CNDP in- 
strument in addition to those discussed in the 
above section on detection limits [22]. This in- 
cludes cooling of the charged particle detectors 



which has the effect of reducing the thermal in- 
duced electronic noise present in the detector. Ten 
or more percent improvement in the detector reso- 
lution is to be expected by cooling the detector to 
liquid nitrogen temperatures. Another planned 
feature of the CNDP system is sputter cleaning by 
low energy ion beams of sample surfaces in the 
target chamber. This is important for ultra high 
vacuum applications, particularly when a time of 
flight detector is being used. For both UHV and 
normal applications sputtering can be employed to 
remove surface layers systematically for profiling 
deeper into the material. In situ heating and cool- 
ing of samples for diffusion and annealing studies 
will also enhance the usefulness of the NDP facil- 
ity. 



119 



Volume 98, Number 1, Januaty-Februaty 1993 

Journal of Research of the National Institute of Standards and Technology 



a.u 


• 


. 


^ 


• 


- 








to 2.5 


- 


- 


a 


, ** 


* 


V 


Oxygen- 17 


, 


c 


\ J 




- 


>=! 2.0 


- \ o ' 


Metal Oxide Surface 


- 


73 


\ 


y^ 


- 


c 


\ 0*0 


y^ 


" 


3^ 1,5 


\ 




- 


03 


^ 




' 


(U 


o 


> 


- 


> 


• 




- 


53 1.0 




* 


- 


CO 








^ 0.5 


o 
_ o o 




- 




oo 








f. 5>-. 


^.o o o 


- 






° VJ-I'il.-"!,°r?&-o.- °''" "^"j^ 


* ntf 



1.0 0.8 0.6 0.4 0.2 0.0 

Depth (micrometers) 

Fig. 9. The profile of oxygen-17 obtained using the cold NDP instrument. 
The sample was Cobalt-Nickel Oxide enriched with "O. The small boron 
peak is due to a contaminant on the surface of the sample. See text for de- 
scription. 



Table 2. Comparison of the two NIST facilities used for NDP. The thermal NDP facility is located at beam tube 3 (BT-3), 
and has been operational since 1982. The cold NDP facility is a CNRF instrument located at cold tube-west (CT-W), and 
has been operational since November 1990 





BT-3 (thermal) 


Thermal equivalent fluence rate 


4xl0"cm--s-' 


Sapphire filtering 


200 mm 


Peak neutron energy 


22.5 meV 


Relative sensitivity 


1 


Gamma dose 


400 mR/h 


Maximum sample size 


100x100 mm 


Typical beam diameter at sample position 


13 mm 


Number of detectors 


2 


Remote sample, and detector rotation 


Yes 


Incremental rotational detector movement 


0.001° 


Sample scanning 


No 


Incremental rotational sample movement 


0.01° 


Incremental translational sample movement {X-Y) 


Hand positioned 


UHV capability 


No 



CT-W (cold) 



1.2x10' cm-^s-' 

135 mm 

==8 meV 

3 

=400 mR/h 

200 X 200 mm 

30 mm 

4 (more possible) 

Yes 

0.025° 

Yes 

0.025° 

3.2 \Lm 

Yes 
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6. Summary 

NDP provides an isotope specific, nondestructive 
technique for the measurement of concentration 
versus depth distributions in the near-surface re- 
gion of solids. The simpHcity of the method and the 
interpretation of data have been described. Major 
points to be made for NDP as an analytical tech- 
nique include: i) it is nondestructive; ii) isotopic 
concentrations are determined quantitatively; iii) 
profiling measurements can be performed in essen- 
tially all solid materials with depth resolution and 
depth of analysis being material dependent; iv) it is 
capable of profiling across interfacial boundaries; 
and v) there are few interferences. The profiles are 
generated in real-time, analyzing depths of up to 
tens of micrometers. NDP is applied to many areas 
of materials research, as discussed here and in the 
references given in the Appendix. With the instal- 
lation of the CNDP facility the ability to obtain 
oxygen profiles as well as those for chlorine or sul- 
fur is now possible adding to the elements previ- 
ously analyzed at NIST: boron, lithium, nitrogen, 
sodium, beryllium, and helium. 
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